[New methods and findings in the measurement of intracranial pressure].
For measuring and continuous recording of intracranial pressure a small telemetric pressure transducer, called "Teleceptor" was developed and energized by inductive energy transmission. Technical problems with regard to in vitro calibration stability, zero-point drift and tissue reaction were examined and discussed. Clinically the "Teleceptor" has so far successfully been used in twentsix patients.